[Direct magnification in mammography with a 0.3 millimeter focus].
The authors emphasize the value of mammography with a 0.3 millimetres microfocus-tube with a magnification system. This technique is limited to those large lesions increasing "twilight effect". For a better study of all breast's lesions the use of fine microfocus-tubes is suggested, as it results also from the latest literature.